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Definitions/Glossary

Client: TRC Solutions, Inc.
Project/Site: Falcon

TestAmerica Job ID: 560-26154-1

Qualifiers

GC/MS VOA

Qualifier Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

GC/MS Semi VOA

Qualifier Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.
Metals

Qualifier Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.
Glossary

Abbreviation These commonly used abbreviations may or may not be present in this report.

ol Listed under the "D" column to designate that the result is reported on a dry weight basis.

EPA United States Environmental Protection Agency

ND Not Detected above the reporting level.

MDL Method Detection Limit

RL Reporting Limit

RE, RE1 (etc.) Indicates a Re-extraction or Reanalysis of the sample.

%R Percent Recovery

RPD Relative Percent Difference, a measure of the relative difference between two points.
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Case Narrative

Client: TRC Solutions, Inc.
Project/Site: Falcon

TestAmerica Job ID: 560-26154-1

Job ID: 560-26154-1

Laboratory: TestAmerica Corpus Christi

Narrative

Job Narrative
560-26154-1

Comments
No additional comments.

Receipt
All samples were received in good condition within temperature requirements.

GC/MS VOA
No analytical or quality issues were noted.

GC/MS Semi VOA

Method 8270C: The following samples were diluted due to the nature of the sample extract: 560-26154-1, -2, -3, and -4. Elevated reporting

limits (RLs) are provided.
No other analytical or quality issues were noted.

Metals
No analytical or quality issues were noted.

Organic Prep

Method 3520C: Insufficient sample volume was provided to perform matrix spike/matrix spike duplicate (MS/MSD) for preparation batch

59985.

No other analytical or quality issues were noted.
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Client: TRC Solutions, Inc.
Project/Site: Falcon

Detection Summary

TestAmerica Job ID: 560-26154-1

Client Sample ID: Tank 26

Lab Sample ID: 560-26154-1

Analyte

Result Qualifier RL MDL Unit DilFac D Method Prep Type
Acetone 29 J 50 25 ug/L 5  8260B Total/NA
Methyl tert-butyl ether 780 5.0 1.0 ug/lL 5 8260B Total/NA
Benzene 320 5.0 0.70 ug/L 5 8260B Total/NA
Toluene 50 5.0 1.5 ug/L 5 8260B Total/NA
Ethylbenzene 130 5.0 1.0 ug/L 5 8260B Total/NA
1,3,5-Trimethylbenzene 12 5.0 1.0 ug/L 5 8260B Total/NA
1,2,4-Trimethylbenzene 44 5.0 1.0 ug/L 5 8260B Total/NA
Xylenes, Total 250 15 1.1 ug/L 5 8260B Total/NA
2-Methylphenol 9.7 J 54 2.6 ug/L 5 8270C Total/NA
2,4-Dimethylphenol 39 J 54 3.0 ug/L 5 8270C Total/NA
Naphthalene 210 54 2.6 ug/L 5 8270C Total/NA
2-Methylnaphthalene 23 J 54 2.3 ug/L 5 8270C Total/NA
Acenaphthene 42 J 54 3.1 ug/L 5 8270C Total/NA
Fluorene 16 J 54 3.3 ug/L 5 8270C Total/NA
Phenanthrene 12 J 54 2.8 ug/L 5 8270C Total/NA
Anthracene 3.0 J 54 2.2 ug/L 5 8270C Total/NA
Fluoranthene 6.5 J 54 2.7 ug/L 5 8270C Total/NA
Pyrene 18 J 54 5.4 ug/L 5 8270C Total/NA
Benzo[a]anthracene 99 J 54 2.7 ug/L 5 8270C Total/NA
Chrysene 21 J 54 2.7 ug/L 5 8270C Total/NA
Bis(2-ethylhexyl) phthalate 1 J 54 10 ug/L 5 8270C Total/NA
Benzo[b]fluoranthene 45 J 54 2.7 ug/L 5 8270C Total/NA
Benzo[a]pyrene 70 J 54 2.7 ug/L 5 8270C Total/NA
Benzo[g,h,i]perylene 28 J 54 2.7 ug/L 5 8270C Total/NA
Ba 0.75 0.010 0.0020 mg/L 1 6010B Total/NA
Cd 0.00043 J 0.0050 0.00034 mg/L 1 6010B Total/NA
Cr 0.0030 J 0.010 0.0011 mg/L 1 6010B Total/NA
Pb 0.022 0.010 0.0033 mg/L 1 6010B Total/NA
Client Sample ID: Tank 10 Lab Sample ID: 560-26154-2
Analyte Result Qualifier RL MDL Unit DilFac D Method Prep Type
Acetone 15 10 5.0 ug/L 1 8260B Total/NA
Methyl tert-butyl ether 1.7 1.0 0.20 ug/L 1 8260B Total/NA
Benzene 7.3 1.0 0.14 ug/lL 1 8260B Total/NA
Toluene 0.67 J 1.0 0.30 ug/L 1 8260B Total/NA
Ethylbenzene 1.2 1.0 0.20 ug/L 1 8260B Total/NA
1,3,5-Trimethylbenzene 1.2 1.0 0.20 ug/L 1 8260B Total/NA
1,2,4-Trimethylbenzene 1.3 1.0 0.20 ug/L 1 8260B Total/NA
Xylenes, Total 4.4 3.0 0.23 ug/lL 1 8260B Total/NA
Pyrene 29 J 22 2.2 ug/L 2 8270C Total/NA
Benzo[a]anthracene 1.1 J 22 1.1 ug/lL 2 8270C Total/NA
Chrysene 20 J 22 1.1 ug/L 2 8270C Total/NA
Ba 0.18 0.010 0.0020 mg/L 1 6010B Total/NA
Cd 0.0021 J 0.0050 0.00034 mg/L 1 6010B Total/NA
Cr 0.0057 J 0.010 0.0011 mg/L 1 6010B Total/NA
Pb 0.028 0.010 0.0033 mg/L 1 6010B Total/NA
Mercury 0.00016 J 0.0020 0.00013 mg/L 1 T470A Total/NA
Client Sample ID: Tank 30 Lab Sample ID: 560-26154-3
Analyte Result Qualifier RL MDL Unit DilFac D Method Prep Type
Benzene 2500 20 2.8 ug/L 20  8260B Total/NA
4-Methyl-2-pentanone (MIBK) 72 J 100 2.3 ug/L 20 8260B Total/NA
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Client: TRC Solutions, Inc.
Project/Site: Falcon

Detection Summary

TestAmerica Job ID: 560-26154-1

Client Sample ID: Tank 30 (Continued)

Lab Sample ID: 560-26154-3

Analyte Result Qualifier RL MDL Unit DilFac D Method Prep Type
Ethylbenzene 290 20 4.0 ug/L 20  8260B Total/NA
1,3,5-Trimethylbenzene 68 20 4.0 ug/lL 20 8260B Total/NA
1,2,4-Trimethylbenzene 190 20 4.0 ug/lL 20 8260B Total/NA
Xylenes, Total 1400 60 4.5 ug/lL 20 8260B Total/NA
Phenol 84 J 53 5.3 ug/L 5 8270C Total/NA
3 & 4 Methylphenol 6.3 J 110 4.7 ug/lL 5 8270C Total/NA
2,4-Dimethylphenol 110 53 3.0 ug/L 5 8270C Total/NA
Naphthalene 180 53 2.5 ug/L 5 8270C Total/NA
2-Methylnaphthalene 200 53 2.3 ug/L 5 8270C Total/NA
Acenaphthene 10 J 53 3.0 ug/L 5 8270C Total/NA
Fluorene 13 J 53 3.2 ug/L 5 8270C Total/NA
Phenanthrene 44 J 53 2.7 ug/L 5 8270C Total/NA
Anthracene 75 J 53 2.1 ug/L 5 8270C Total/NA
Fluoranthene 6.6 J 53 2.7 ug/L 5 8270C Total/NA
Pyrene 38 J 53 5.3 ug/L 5 8270C Total/NA
Benzo[a]anthracene 14 J 53 2.7 ug/L 5 8270C Total/NA
Chrysene 25 J 53 2.7 ug/L 5 8270C Total/NA
Bis(2-ethylhexyl) phthalate 1 J 53 10 ug/lL 5 8270C Total/NA
Benzo[b]fluoranthene 6.2 J 53 2.7 ug/L 5 8270C Total/NA
Benzo[a]pyrene 9.1 J 53 2.7 ug/L 5 8270C Total/NA
Benzo[g,h,i]perylene 38 J 53 2.7 ug/L 5 8270C Total/NA
Ba 3.6 0.010 0.0020 mg/L 1 6010B Total/NA
Cr 0.0064 J 0.010 0.0011 mg/L 1 6010B Total/NA
Pb 0.0081 J 0.010 0.0033 mg/L 1 6010B Total/NA
Mercury 0.0013 J 0.0020 0.00013 mg/L 1 T470A Total/NA
Client Sample ID: Tank 7 Lab Sample ID: 560-26154-4
Analyte Result Qualifier RL MDL Unit DilFac D Method Prep Type
Methyl tert-butyl ether 1500 14 2.8 ug/L 14  8260B Total/NA
Benzene 240 14 2.0 ug/L 14 8260B Total/NA
Toluene 510 14 4.2 ug/lL 14 8260B Total/NA
4-Methyl-2-pentanone (MIBK) 3.1 J 70 1.6 ug/lL 14 8260B Total/NA
Ethylbenzene 170 14 2.8 ug/L 14 8260B Total/NA
1,3,5-Trimethylbenzene 21 14 2.8 ug/L 14 8260B Total/NA
1,2,4-Trimethylbenzene 81 14 2.8 ug/L 14 8260B Total/NA
Xylenes, Total 530 42 3.2 ug/L 14 8260B Total/NA
Phenol 98 J 55 55 ug/L 5 8270C Total/NA
2-Methylphenol 33 J 55 2.7 ug/L 5 8270C Total/NA
2,4-Dimethylphenol 66 55 3.1 ug/L 5 8270C Total/NA
Naphthalene 370 55 2.6 ug/L 5 8270C Total/NA
2-Methylnaphthalene 220 55 24 ug/L 5 8270C Total/NA
Acenaphthene 14 J 55 3.1 ug/L 5 8270C Total/NA
Fluorene 30 J 55 3.3 ug/L 5 8270C Total/NA
Phenanthrene 170 55 2.8 ug/L 5 8270C Total/NA
Anthracene 8.7 J 55 2.2 ug/L 5 8270C Total/NA
Fluoranthene 58 J 55 2.7 ug/L 5 8270C Total/NA
Pyrene 19 J 55 5.5 ug/L 5 8270C Total/NA
Benzo[a]anthracene 71 J 55 2.7 ug/L 5 8270C Total/NA
Chrysene 16 J 55 2.7 ug/L 5 8270C Total/NA
Bis(2-ethylhexyl) phthalate 89 55 10 ug/L 5 8270C Total/NA
Benzo[b]fluoranthene 35 J 55 2.7 ug/L 5 8270C Total/NA
As 0.0095 J 0.010 0.0035 mg/L 1 6010B Total/NA
Ba 0.88 0.010 0.0020 mg/L 1 6010B Total/NA
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Client: TRC Solutions, Inc.
Project/Site: Falcon

Detection Summary

TestAmerica Job ID: 560-26154-1

Client Sample ID: Tank 7 (Continued)

Lab Sample ID: 560-26154-4

Analyte Result Qualifier RL MDL Unit DilFac D Method Prep Type
Cd 0.00052 J 0.0050 0.00034 mg/L 1 6010B Total/NA
Cr 0.016 0.010 0.0011 mg/L 1 6010B Total/NA
Pb 0.12 0.010 0.0033 mg/L 1 6010B Total/NA
Mercury 0.00031 J 0.0020 0.00013 mg/L 1 T470A Total/NA
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Client: TRC Solutions, Inc.

Project/Site: Falcon

Client Sample Results

TestAmerica Job ID: 560-26154-1

Client Sample ID: Tank 26
Date Collected: 05/20/11 10:10

Lab Sample ID: 560-26154-1
Matrix: Water

Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS)
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Analyte Result Qualifier RL MDL Unit Prepared Analyzed Dil Fac
Dichlorodifluoromethane <21 25 2.1 ug/L 05/26/11 17:51 5
Chloromethane <2.0 25 2.0 ug/L 05/26/11 17:51 5
Vinyl chloride <15 5.0 1.5 ug/lL 05/26/11 17:51 5
Bromomethane <2.0 25 2.0 ug/L 05/26/11 17:51 5
Chloroethane <2.0 25 2.0 ug/L 05/26/11 17:51 5
Trichlorofluoromethane <1.2 5.0 1.2 ug/lL 05/26/11 17:51 5
Ethyl ether <0.68 5.0 0.68 ug/L 05/26/11 17:51 5
1,1-Dichloroethene <15 5.0 1.5 ug/lL 05/26/11 17:51 5
Carbon disulfide <25 25 2.5 ug/L 05/26/11 17:51 5
lodomethane <1.1 5.0 1.1 ug/lL 05/26/11 17:51 5
Methylene Chloride <10 25 10 ug/L 05/26/11 17:51 5
Acetone 29 50 25 ug/L 05/26/11 17:51 5
trans-1,2-Dichloroethene <1.0 5.0 1.0 ug/L 05/26/11 17:51 5
Methyl tert-butyl ether 780 5.0 1.0 ug/L 05/26/11 17:51 5
Acetonitrile <50 250 50 ug/L 05/26/11 17:51 5
1,1-Dichloroethane <0.84 5.0 0.84 ug/L 05/26/11 17:51 5
Vinyl acetate <1.5 25 1.5 ug/L 05/26/11 17:51 5
cis-1,2-Dichloroethene <0.60 5.0 0.60 ug/L 05/26/11 17:51 5
2,2-Dichloropropane <1.7 5.0 1.7 ug/L 05/26/11 17:51 5
Chloroform <1.0 5.0 1.0 ug/L 05/26/11 17:51 5
Ethyl acetate <1.5 25 1.5 ug/L 05/26/11 17:51 5
Carbon tetrachloride <1.3 5.0 1.3 ug/lL 05/26/11 17:51 5
1,1,1-Trichloroethane <1.5 5.0 1.5 ug/lL 05/26/11 17:51 5
1,1-Dichloropropene <0.92 5.0 0.92 ug/L 05/26/11 17:51 5
Benzene 320 5.0 0.70 ug/L 05/26/11 17:51 5
1,2-Dichloroethane <0.80 5.0 0.80 ug/L 05/26/11 17:51 5
Trichloroethene <1.6 5.0 1.6 ug/L 05/26/11 17:51 5
Dibromomethane <0.82 5.0 0.82 ug/L 05/26/11 17:51 5
1,2-Dichloropropane <0.86 5.0 0.86 ug/L 05/26/11 17:51 5
Dichlorobromomethane <0.88 5.0 0.88 ug/L 05/26/11 17:51 5
Methyl methacrylate <0.98 25 0.98 ug/L 05/26/11 17:51 5
1,4-Dioxane <200 500 200 ug/L 05/26/11 17:51 5
cis-1,3-Dichloropropene <0.73 5.0 0.73 ug/L 05/26/11 17:51 5
Toluene 50 5.0 1.5 ug/L 05/26/11 17:51 5
2-Nitropropane <5.0 25 5.0 ug/L 05/26/11 17:51 5
4-Methyl-2-pentanone (MIBK) <0.58 25 0.58 ug/L 05/26/11 17:51 5
trans-1,3-Dichloropropene <1.0 5.0 1.0 ug/L 05/26/11 17:51 5
Tetrachloroethene <0.94 5.0 0.94 ug/L 05/26/11 17:51 5
Ethyl methacrylate <0.55 25 0.55 ug/L 05/26/11 17:51 5
1,1,2-Trichloroethane <0.86 5.0 0.86 ug/L 05/26/11 17:51 5
Chlorodibromomethane <11 5.0 1.1 ug/L 05/26/11 17:51 5
1,3-Dichloropropane <0.73 5.0 0.73 ug/lL 05/26/11 17:51 5
Ethylene Dibromide <0.75 5.0 0.75 ug/L 05/26/11 17:51 5
2-Hexanone <1.0 25 1.0 ug/lL 05/26/11 17:51 5
Chlorobenzene <0.68 5.0 0.68 ug/L 05/26/11 17:51 5
Ethylbenzene 130 5.0 1.0 ug/lL 05/26/11 17:51 5
Bromoform <25 25 2.5 ug/L 05/26/11 17:51 5
Styrene <1.0 5.0 1.0 ug/lL 05/26/11 17:51 5
1,1,2,2-Tetrachloroethane <0.95 5.0 0.95 ug/L 05/26/11 17:51 5
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 26 Lab Sample ID: 560-26154-1
Date Collected: 05/20/11 10:10 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
1,2,3-Trichloropropane <0.96 5.0 0.96 ug/L B 05/26/11 17:51 5
1,3,5-Trimethylbenzene 12 5.0 1.0 ug/L 05/26/11 17:51 5
1,2,4-Trimethylbenzene 44 5.0 1.0 ug/L 05/26/11 17:51 5
1,2,3-Trichlorobenzene <1.1 25 1.1 ug/L 05/26/11 17:51 5
2-Butanone (MEK) <24 25 24 ug/L 05/26/11 17:51 5
1,1,2-Trichloro-1,2,2-trifluoroethane <14 5.0 1.4 ug/lL 05/26/11 17:51 5
Xylenes, Total 250 15 1.1 ug/L 05/26/11 17:51 5
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
Dibromofluoromethane (Surr) 95 70-130 05/26/11 17:51 5
1,2-Dichloroethane-d4 (Surr) 113 70-130 05/26/11 17:51 5
Toluene-d8 (Surr) 104 70-130 05/26/11 17:51 5
4-Bromofluorobenzene (Surr) 98 70-130 05/26/11 17:51 5

Method: 8270C - Semivolatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Phenol <5.4 54 5.4 ug/L ~ 05/24/1115:00  05/25/11 12:39 5
Bis(2-chloroethyl)ether <3.8 54 3.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
2-Chlorophenol <2.0 54 2.0 ug/L 05/24/11 15:00  05/25/11 12:39 5
1,3-Dichlorobenzene <11 54 11 ug/L 05/24/11 15:00  05/25/11 12:39 5
1,4-Dichlorobenzene <4.0 54 4.0 ug/L 05/24/11 15:00  05/25/11 12:39 5
Benzyl alcohol <74 54 7.4 ug/L 05/24/11 15:00  05/25/11 12:39 5
1,2-Dichlorobenzene <2.7 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
2-Methylphenol 9.7 J 54 2.6 ug/lL 05/24/11 15:00  05/25/11 12:39 5
3 & 4 Methylphenol <4.8 110 4.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
N-Nitrosodi-n-propylamine <3.5 54 3.5 ug/L 05/24/11 15:00  05/25/11 12:39 5
Hexachloroethane <54 54 5.4 ug/L 05/24/11 15:00  05/25/11 12:39 5
Nitrobenzene <1.8 54 1.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
Isophorone <34 54 3.4 ug/L 05/24/11 15:00  05/25/11 12:39 5
2-Nitrophenol <2.2 54 2.2 ug/L 05/24/11 15:00  05/25/11 12:39 5
2,4-Dimethylphenol 39 J 54 3.0 ug/L 05/24/11 15:00  05/25/11 12:39 5
Bis(2-chloroethoxy)methane <3.2 54 3.2 ug/L 05/24/11 15:00  05/25/11 12:39 5
2,4-Dichlorophenol <21 54 2.1 ug/L 05/24/11 15:00 05/25/11 12:39 5
1,2,4-Trichlorobenzene <3.2 54 3.2 ug/L 05/24/11 15:00  05/25/11 12:39 5
Naphthalene 210 54 2.6 ug/L 05/24/11 15:00  05/25/11 12:39 5
4-Chloroaniline <25 54 25 ug/L 05/24/11 15:00  05/25/11 12:39 5
Hexachlorobutadiene <5.4 54 5.4 ug/L 05/24/11 15:00  05/25/11 12:39 5
4-Chloro-3-methylphenol <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
2-Methylnaphthalene 23 J 54 2.3 ug/L 05/24/11 15:00  05/25/11 12:39 5
Hexachlorocyclopentadiene <27 54 27 ug/L 05/24/11 15:00  05/25/11 12:39 5
2,4,6-Trichlorophenol <21 54 2.1 ug/L 05/24/11 15:00  05/25/11 12:39 5
2,4,5-Trichlorophenol <2.2 54 2.2 ug/L 05/24/11 15:00  05/25/11 12:39 5
2-Chloronaphthalene <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
2-Nitroaniline <24 54 24 ug/L 05/24/11 15:00  05/25/11 12:39 5
Dimethyl phthalate <3.0 54 3.0 ug/L 05/24/11 15:00  05/25/11 12:39 5
Acenaphthylene <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
2,6-Dinitrotoluene <2.8 54 2.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
3-Nitroaniline <9.7 54 9.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Acenaphthene 42 J 54 3.1 ug/l 05/24/11 15:00  05/25/11 12:39 5
2,4-Dinitrophenol <5.0 54 5.0 ug/L 05/24/11 15:00  05/25/11 12:39 5
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Client Sample Results

Client: TRC Solutions, Inc.
Project/Site: Falcon

TestAmerica Job ID: 560-26154-1

Client Sample ID: Tank 26
Date Collected: 05/20/11 10:10
Date Received: 05/20/11 16:30

Lab Sample ID: 560-26154-1
Matrix: Water

Method: 8270C - Semivolatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
4-Nitrophenol <9.6 54 9.6 ug/L ~ 05/24/1115:00  05/25/11 12:39 5
Dibenzofuran <2.8 54 2.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
2,4-Dinitrotoluene <21 54 2.1 ug/L 05/24/11 15:00  05/25/11 12:39 5
Diethyl phthalate <2.8 54 2.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
Fluorene 16 J 54 3.3 ug/L 05/24/11 15:00  05/25/11 12:39 5
4-Chlorophenyl phenyl ether <2.8 54 2.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
4-Nitroaniline <7.9 54 7.9 ug/L 05/24/11 15:00  05/25/11 12:39 5
4,6-Dinitro-2-methylphenol <9.9 54 9.9 ug/L 05/24/11 15:00  05/25/11 12:39 5
N-Nitrosodiphenylamine <2.8 54 2.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
4-Bromophenyl phenyl ether <4.0 54 4.0 ug/lL 05/24/11 15:00  05/25/11 12:39 5
Hexachlorobenzene <3.5 54 3.5 ug/L 05/24/11 15:00  05/25/11 12:39 5
Phenanthrene 12 J 54 2.8 ug/L 05/24/11 15:00  05/25/11 12:39 5
Anthracene 3.0 J 54 2.2 ug/L 05/24/11 15:00  05/25/11 12:39 5
Di-n-butyl phthalate <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Fluoranthene 6.5 J 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Pyrene 18 J 54 54 ug/L 05/24/11 15:00  05/25/11 12:39 5
Butyl benzyl phthalate <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Benzo[a]anthracene 99 J 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Chrysene 21 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Bis(2-ethylhexyl) phthalate 1 54 10 ug/L 05/24/11 15:00  05/25/11 12:39 5
Di-n-octyl phthalate <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Benzol[b]fluoranthene 45 J 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Benzo[k]fluoranthene <2.0 54 2.0 ug/L 05/24/11 15:00  05/25/11 12:39 5
Benzo[a]pyrene 70 J 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Indeno[1,2,3-cd]pyrene <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Dibenz(a,h)anthracene <27 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
Benzolg,h,i]perylene 28 J 54 2.7 ug/L 05/24/11 15:00  05/25/11 12:39 5
3,3"-Dichlorobenzidine <54 54 54 ug/L 05/24/11 15:00  05/25/11 12:39 5
Pentachlorophenol <27 54 27 ug/L 05/24/11 15:00  05/25/11 12:39 5
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
2-Fluorophenol 42 10-130 05/24/11 15:00  05/25/11 12:39 5
Phenol-d5 53 10-130 05/24/11 15:00  05/25/11 12:39 5
Nitrobenzene-d5 53 27-130 05/24/11 15:00  05/25/11 12:39 5
2-Fluorobipheny! 36 23-130 05/24/11 15:00  05/25/11 12:39 5
2,4,6-Tribromophenol 81 18-130 05/24/11 15:00  05/25/11 12:39 5
Terphenyl-d14 37 10- 141 05/24/11 15:00  05/25/11 12:39 5
Method: 6010B - Metals (ICP)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Ag <0.0010 0.0050 0.0010 mg/L ©05/24/1110:00  05/24/11 15:28 1
As <0.0035 0.010 0.0035 mg/L 05/24/11 10:00  05/24/11 15:28 1
Ba 0.75 0.010 0.0020 mg/L 05/24/11 10:00  05/24/11 15:28 1
Cd 0.00043 J 0.0050 0.00034 mg/L 05/24/11 10:00  05/24/11 15:28 1
Cr 0.0030 J 0.010 0.0011 mg/L 05/24/11 10:00  05/24/11 15:28 1
Pb 0.022 0.010 0.0033 mg/L 05/24/11 10:00  05/24/11 15:28 1
Se <0.0042 0.010 0.0042 mg/L 05/24/11 10:00  05/24/11 15:28 1
Method: 7470A - Mercury (CVAA)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Mercury <0.00013 0.0020 0.00013 mg/L ©05/25/1114:29  05/25/11 10:57 1
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 10 Lab Sample ID: 560-26154-2
Date Collected: 05/20/11 11:40 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.43 5.0 0.43 ug/L B 05/26/11 18:16 1
Chloromethane <0.39 5.0 0.39 ug/L 05/26/11 18:16 1
Vinyl chloride <0.30 1.0 0.30 ug/L 05/26/11 18:16 1
Bromomethane <0.39 5.0 0.39 ug/L 05/26/11 18:16 1
Chloroethane <0.40 5.0 0.40 ug/L 05/26/11 18:16 1
Trichlorofluoromethane <0.24 1.0 0.24 ug/L 05/26/11 18:16 1
Ethyl ether <0.14 1.0 0.14 ug/L 05/26/11 18:16 1
1,1-Dichloroethene <0.30 1.0 0.30 ug/L 05/26/11 18:16 1
Carbon disulfide <0.50 5.0 0.50 ug/L 05/26/11 18:16 1
lodomethane <0.22 1.0 0.22 ug/L 05/26/11 18:16 1
Methylene Chloride <2.0 5.0 2.0 ug/L 05/26/11 18:16 1
Acetone 15 10 5.0 ug/L 05/26/11 18:16 1
trans-1,2-Dichloroethene <0.20 1.0 0.20 ug/L 05/26/11 18:16 1
Methyl tert-butyl ether 1.7 1.0 0.20 ug/L 05/26/11 18:16 1
Acetonitrile <10 50 10 ug/L 05/26/11 18:16 1
1,1-Dichloroethane <0.17 1.0 0.17 ug/L 05/26/11 18:16 1
Vinyl acetate <0.30 5.0 0.30 ug/L 05/26/11 18:16 1
cis-1,2-Dichloroethene <0.12 1.0 0.12 ug/lL 05/26/11 18:16 1
2,2-Dichloropropane <0.34 1.0 0.34 ug/lL 05/26/11 18:16 1
Chloroform <0.20 1.0 0.20 ug/L 05/26/11 18:16 1
Ethyl acetate <0.30 5.0 0.30 ug/L 05/26/11 18:16 1
Carbon tetrachloride <0.25 1.0 0.25 ug/L 05/26/11 18:16 1
1,1,1-Trichloroethane <0.30 1.0 0.30 ug/L 05/26/11 18:16 1
1,1-Dichloropropene <0.18 1.0 0.18 ug/L 05/26/11 18:16 1
Benzene 7.3 1.0 0.14 ug/L 05/26/11 18:16 1
1,2-Dichloroethane <0.16 1.0 0.16 ug/L 05/26/11 18:16 1
Trichloroethene <0.32 1.0 0.32 ug/lL 05/26/11 18:16 1
Dibromomethane <0.16 1.0 0.16 ug/L 05/26/11 18:16 1
1,2-Dichloropropane <0.17 1.0 0.17 ug/L 05/26/11 18:16 1
Dichlorobromomethane <0.18 1.0 0.18 ug/L 05/26/11 18:16 1
Methyl methacrylate <0.20 5.0 0.20 ug/L 05/26/11 18:16 1
1,4-Dioxane <40 100 40 ug/L 05/26/11 18:16 1
cis-1,3-Dichloropropene <0.15 1.0 0.15 ug/L 05/26/11 18:16 1
Toluene 0.67 J 1.0 0.30 ug/L 05/26/11 18:16 1
2-Nitropropane <1.0 5.0 1.0 ug/L 05/26/11 18:16 1
4-Methyl-2-pentanone (MIBK) <0.12 5.0 0.12 ug/lL 05/26/11 18:16 1
trans-1,3-Dichloropropene <0.20 1.0 0.20 ug/L 05/26/11 18:16 1
Tetrachloroethene <0.19 1.0 0.19 ug/lL 05/26/11 18:16 1
Ethyl methacrylate <0.11 5.0 0.11 ug/lL 05/26/11 18:16 1
1,1,2-Trichloroethane <0.17 1.0 0.17 ug/lL 05/26/11 18:16 1
Chlorodibromomethane <0.22 1.0 0.22 ug/lL 05/26/11 18:16 1
1,3-Dichloropropane <0.15 1.0 0.15 ug/L 05/26/11 18:16 1
Ethylene Dibromide <0.15 1.0 0.15 ug/L 05/26/11 18:16 1
2-Hexanone <0.20 5.0 0.20 ug/L 05/26/11 18:16 1
Chlorobenzene <0.14 1.0 0.14 ug/L 05/26/11 18:16 1
Ethylbenzene 1.2 1.0 0.20 ug/L 05/26/11 18:16 1
Bromoform <0.50 5.0 0.50 ug/L 05/26/11 18:16 1
Styrene <0.20 1.0 0.20 ug/L 05/26/11 18:16 1
1,1,2,2-Tetrachloroethane <0.19 1.0 0.19 ug/L 05/26/11 18:16 1
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 10 Lab Sample ID: 560-26154-2
Date Collected: 05/20/11 11:40 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
1,2,3-Trichloropropane <0.19 1.0 0.19 ug/lL B 05/26/11 18:16 1
1,3,5-Trimethylbenzene 1.2 1.0 0.20 ug/L 05/26/11 18:16 1
1,2,4-Trimethylbenzene 1.3 1.0 0.20 ug/L 05/26/11 18:16 1
1,2,3-Trichlorobenzene <0.22 5.0 0.22 ug/L 05/26/11 18:16 1
2-Butanone (MEK) <0.47 5.0 0.47 ug/L 05/26/11 18:16 1
1,1,2-Trichloro-1,2,2-trifluoroethane <0.28 1.0 0.28 ug/L 05/26/11 18:16 1
Xylenes, Total 4.4 3.0 0.23 ug/lL 05/26/11 18:16 1
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
Dibromofluoromethane (Surr) 92 70-130 05/26/11 18:16 1
1,2-Dichloroethane-d4 (Surr) 110 70-130 05/26/11 18:16 1
Toluene-d8 (Surr) 103 70-130 05/26/11 18:16 1
4-Bromofluorobenzene (Surr) 97 70-130 05/26/11 18:16 1

Method: 8270C - Semivolatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Phenol <22 22 2.2 ug/L © 05/24/1115:00  05/25/11 17:19 2
Bis(2-chloroethyl)ether <15 22 1.5 ug/lL 05/24/11 15:00  05/25/11 17:19 2
2-Chlorophenol <0.78 22 0.78 ug/L 05/24/11 15:00  05/25/11 17:19 2
1,3-Dichlorobenzene <43 22 4.3 ug/lL 05/24/11 15:00  05/25/11 17:19 2
1,4-Dichlorobenzene <1.6 22 1.6 ug/L 05/24/11 15:00  05/25/11 17:19 2
Benzyl alcohol <29 22 2.9 ug/L 05/24/11 15:00  05/25/11 17:19 2
1,2-Dichlorobenzene <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
2-Methylphenol <1.0 22 1.0 ug/L 05/24/11 15:00  05/25/11 17:19 2
3 & 4 Methylphenol <1.9 43 1.9 ug/lL 05/24/11 15:00  05/25/11 17:19 2
N-Nitrosodi-n-propylamine <14 22 14 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Hexachloroethane <2.2 22 2.2 ug/L 05/24/11 15:00  05/25/11 17:19 2
Nitrobenzene <0.72 22 0.72 ug/L 05/24/11 15:00  05/25/11 17:19 2
Isophorone <13 22 1.3 ug/lL 05/24/11 15:00  05/25/11 17:19 2
2-Nitrophenol <0.88 22 0.88 ug/L 05/24/11 15:00  05/25/11 17:19 2
2,4-Dimethylphenol <1.2 22 1.2 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Bis(2-chloroethoxy)methane <1.3 22 1.3 ug/L 05/24/11 15:00  05/25/11 17:19 2
2,4-Dichlorophenol <0.83 22 0.83 ug/lL 05/24/11 15:00  05/25/11 17:19 2
1,2,4-Trichlorobenzene <13 22 1.3 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Naphthalene <1.0 22 1.0 ug/lL 05/24/11 15:00  05/25/11 17:19 2
4-Chloroaniline <0.98 22 0.98 ug/L 05/24/11 15:00  05/25/11 17:19 2
Hexachlorobutadiene <2.2 22 2.2 ug/L 05/24/11 15:00  05/25/11 17:19 2
4-Chloro-3-methylphenol <1.1 22 1.1 ug/lL 05/24/11 15:00 05/25/11 17:19 2
2-Methylnaphthalene <0.92 22 0.92 ug/L 05/24/11 15:00  05/25/11 17:19 2
Hexachlorocyclopentadiene <11 22 11 ug/L 05/24/11 15:00  05/25/11 17:19 2
2,4,6-Trichlorophenol <0.85 22 0.85 ug/L 05/24/11 15:00  05/25/11 17:19 2
2,4,5-Trichlorophenol <0.85 22 0.85 ug/L 05/24/11 15:00  05/25/11 17:19 2
2-Chloronaphthalene <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
2-Nitroaniline <0.95 22 0.95 ug/L 05/24/11 15:00  05/25/11 17:19 2
Dimethyl phthalate <1.2 22 1.2 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Acenaphthylene <1.1 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
2,6-Dinitrotoluene <11 22 1.1 ug/L 05/24/11 15:00  05/25/11 17:19 2
3-Nitroaniline <3.8 22 3.8 ug/L 05/24/11 15:00  05/25/11 17:19 2
Acenaphthene <1.2 22 1.2 ug/L 05/24/11 15:00  05/25/11 17:19 2
2,4-Dinitrophenol <2.0 22 2.0 ug/L 05/24/11 15:00  05/25/11 17:19 2
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 10 Lab Sample ID: 560-26154-2
Date Collected: 05/20/11 11:40 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8270C - Semivolatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
4-Nitrophenol <3.8 22 3.8 ug/L ~ 05/24/1115:00  05/25/11 17:19 2
Dibenzofuran <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
2,4-Dinitrotoluene <0.82 22 0.82 ug/L 05/24/11 15:00  05/25/11 17:19 2
Diethyl phthalate <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Fluorene <13 22 1.3 ug/lL 05/24/11 15:00  05/25/11 17:19 2
4-Chlorophenyl phenyl ether <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
4-Nitroaniline <3.1 22 3.1 ug/L 05/24/11 15:00  05/25/11 17:19 2
4,6-Dinitro-2-methylphenol <3.9 22 3.9 ug/L 05/24/11 15:00  05/25/11 17:19 2
N-Nitrosodiphenylamine <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
4-Bromophenyl phenyl ether <1.6 22 1.6 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Hexachlorobenzene <14 22 14 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Phenanthrene <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Anthracene <0.87 22 0.87 ug/L 05/24/11 15:00  05/25/11 17:19 2
Di-n-butyl phthalate <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Fluoranthene <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Pyrene 29 J 22 2.2 ug/L 05/24/11 15:00  05/25/11 17:19 2
Butyl benzyl phthalate <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Benzo[a]anthracene 11 J 22 1.1 ug/L 05/24/11 15:00  05/25/11 17:19 2
Chrysene 20 J 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Bis(2-ethylhexyl) phthalate <41 22 4.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Di-n-octyl phthalate <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Benzo[b]fluoranthene <11 22 1.1 ug/L 05/24/11 15:00  05/25/11 17:19 2
Benzo[k]fluoranthene <0.78 22 0.78 ug/L 05/24/11 15:00  05/25/11 17:19 2
Benzo[a]pyrene <1.1 22 1.1 ug/lL 05/24/11 15:00 05/25/11 17:19 2
Indeno[1,2,3-cd]pyrene <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Dibenz(a,h)anthracene <11 22 1.1 ug/L 05/24/11 15:00  05/25/11 17:19 2
Benzo[g,h,iperylene <11 22 1.1 ug/lL 05/24/11 15:00  05/25/11 17:19 2
3,3"-Dichlorobenzidine <2.2 22 2.2 ug/L 05/24/11 15:00  05/25/11 17:19 2
Pentachlorophenol <11 22 11 ug/lL 05/24/11 15:00  05/25/11 17:19 2
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
2-Fluorophenol 54 10-130 05/24/11 15:00  05/25/11 17:19 2
Phenol-d5 60 10-130 05/24/11 15:00  05/25/11 17:19 2
Nitrobenzene-d5 61 27-130 05/24/11 15:00  05/25/11 17:19 2
2-Fluorobipheny! 61 23-130 05/24/11 15:00  05/25/11 17:19 2
2,4,6-Tribromophenol 95 18-130 05/24/11 15:00  05/25/11 17:19 2
Terphenyl-d14 37 10- 141 05/24/11 15:00  05/25/11 17:19 2
Method: 6010B - Metals (ICP)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Ag <0.0010 0.0050 0.0010 mg/L ©05/24/1110:00  05/24/11 15:43 1
As <0.0035 0.010 0.0035 mg/L 05/24/11 10:00  05/24/11 15:43 1
Ba 0.18 0.010 0.0020 mg/L 05/24/11 10:00  05/24/11 15:43 1
Cd 0.0021 J 0.0050 0.00034 mg/L 05/24/11 10:00  05/24/11 15:43 1
Cr 0.0057 J 0.010 0.0011 mg/L 05/24/11 10:00  05/24/11 15:43 1
Pb 0.028 0.010 0.0033 mg/L 05/24/11 10:00  05/24/11 15:43 1
Se <0.0042 0.010 0.0042 mg/L 05/24/11 10:00  05/24/11 15:43 1
Method: 7470A - Mercury (CVAA)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Mercury 0.00016 J 0.0020 0.00013 mg/L ©05/25/1114:29  05/25/11 11:00 1
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 30 Lab Sample ID: 560-26154-3
Date Collected: 05/20/11 14:15 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <8.6 100 8.6 ug/L B 05/26/11 18:40 20
Chloromethane <7.8 100 7.8 ug/L 05/26/11 18:40 20
Vinyl chloride <6.0 20 6.0 ug/L 05/26/11 18:40 20
Bromomethane <7.8 100 7.8 ug/L 05/26/11 18:40 20
Chloroethane <8.0 100 8.0 ug/L 05/26/11 18:40 20
Trichlorofluoromethane <4.9 20 4.9 ug/lL 05/26/11 18:40 20
Ethyl ether <2.7 20 2.7 ug/L 05/26/11 18:40 20
1,1-Dichloroethene <6.0 20 6.0 ug/L 05/26/11 18:40 20
Carbon disulfide <10 100 10 ug/L 05/26/11 18:40 20
lodomethane <4.5 20 4.5 ug/lL 05/26/11 18:40 20
Methylene Chloride <40 100 40 ug/L 05/26/11 18:40 20
Acetone <100 200 100 ug/L 05/26/11 18:40 20
trans-1,2-Dichloroethene <4.0 20 4.0 ug/lL 05/26/11 18:40 20
Methyl tert-butyl ether <4.0 20 4.0 ug/lL 05/26/11 18:40 20
Acetonitrile <200 1000 200 ug/L 05/26/11 18:40 20
1,1-Dichloroethane <3.4 20 3.4 ug/L 05/26/11 18:40 20
Vinyl acetate <6.0 100 6.0 ug/L 05/26/11 18:40 20
cis-1,2-Dichloroethene <24 20 2.4 ug/lL 05/26/11 18:40 20
2,2-Dichloropropane <6.7 20 6.7 ug/L 05/26/11 18:40 20
Chloroform <4.0 20 4.0 ug/L 05/26/11 18:40 20
Ethyl acetate <6.0 100 6.0 ug/L 05/26/11 18:40 20
Carbon tetrachloride <5.0 20 5.0 ug/L 05/26/11 18:40 20
1,1,1-Trichloroethane <6.0 20 6.0 ug/L 05/26/11 18:40 20
1,1-Dichloropropene <3.7 20 3.7 ug/L 05/26/11 18:40 20
Benzene 2500 20 2.8 ug/L 05/26/11 18:40 20
1,2-Dichloroethane <3.2 20 3.2 ug/L 05/26/11 18:40 20
Trichloroethene <6.3 20 6.3 ug/L 05/26/11 18:40 20
Dibromomethane <3.3 20 3.3 ug/L 05/26/11 18:40 20
1,2-Dichloropropane <3.5 20 3.5 ug/L 05/26/11 18:40 20
Dichlorobromomethane <3.5 20 3.5 ug/L 05/26/11 18:40 20
Methyl methacrylate <3.9 100 3.9 ug/L 05/26/11 18:40 20
1,4-Dioxane <800 2000 800 ug/L 05/26/11 18:40 20
cis-1,3-Dichloropropene <2.9 20 2.9 ug/L 05/26/11 18:40 20
Toluene <6.0 20 6.0 ug/L 05/26/11 18:40 20
2-Nitropropane <20 100 20 ug/L 05/26/11 18:40 20
4-Methyl-2-pentanone (MIBK) 72 J 100 2.3 ug/L 05/26/11 18:40 20
trans-1,3-Dichloropropene <4.0 20 4.0 ug/L 05/26/11 18:40 20
Tetrachloroethene <3.8 20 3.8 ug/L 05/26/11 18:40 20
Ethyl methacrylate <2.2 100 2.2 ug/L 05/26/11 18:40 20
1,1,2-Trichloroethane <3.5 20 3.5 ug/L 05/26/11 18:40 20
Chlorodibromomethane <4.5 20 4.5 ug/L 05/26/11 18:40 20
1,3-Dichloropropane <29 20 2.9 ug/L 05/26/11 18:40 20
Ethylene Dibromide <3.0 20 3.0 ug/L 05/26/11 18:40 20
2-Hexanone <4.0 100 4.0 ug/lL 05/26/11 18:40 20
Chlorobenzene <27 20 2.7 ug/L 05/26/11 18:40 20
Ethylbenzene 290 20 4.0 ug/lL 05/26/11 18:40 20
Bromoform <10 100 10 ug/L 05/26/11 18:40 20
Styrene <4.0 20 4.0 ug/lL 05/26/11 18:40 20
1,1,2,2-Tetrachloroethane <3.8 20 3.8 ug/L 05/26/11 18:40 20
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 30 Lab Sample ID: 560-26154-3
Date Collected: 05/20/11 14:15 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
1,2,3-Trichloropropane <3.8 20 3.8 ug/L B 05/26/11 18:40 20
1,3,5-Trimethylbenzene 68 20 4.0 ug/L 05/26/11 18:40 20
1,2,4-Trimethylbenzene 190 20 4.0 ug/lL 05/26/11 18:40 20
1,2,3-Trichlorobenzene <43 100 4.3 ug/lL 05/26/11 18:40 20
2-Butanone (MEK) <9.5 100 9.5 ug/L 05/26/11 18:40 20
1,1,2-Trichloro-1,2,2-trifluoroethane <5.6 20 5.6 ug/L 05/26/11 18:40 20
Xylenes, Total 1400 60 4.5 ug/lL 05/26/11 18:40 20
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
Dibromofluoromethane (Surr) 92 70-130 05/26/11 18:40 20
1,2-Dichloroethane-d4 (Surr) 115 70-130 05/26/11 18:40 20
Toluene-d8 (Surr) 103 70-130 05/26/11 18:40 20
4-Bromofluorobenzene (Surr) 97 70-130 05/26/11 18:40 20

Method: 8270C - Semivolatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Phenol 84 J 53 5.3 ug/L © 05/24/1115:00  05/25/11 13:39 5
Bis(2-chloroethyl)ether <3.7 53 3.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
2-Chlorophenol <1.9 53 1.9 ug/L 05/24/11 15:00  05/25/11 13:39 5
1,3-Dichlorobenzene <11 53 11 ug/L 05/24/11 15:00  05/25/11 13:39 5
1,4-Dichlorobenzene <3.9 53 3.9 ug/L 05/24/11 15:00  05/25/11 13:39 5
Benzyl alcohol <7.2 53 7.2 ug/L 05/24/11 15:00  05/25/11 13:39 5
1,2-Dichlorobenzene <2.7 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
2-Methylphenol <2.6 53 2.6 ug/L 05/24/11 15:00  05/25/11 13:39 5
3 & 4 Methylphenol 6.3 J 110 4.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
N-Nitrosodi-n-propylamine <3.5 53 3.5 ug/L 05/24/11 15:00  05/25/11 13:39 5
Hexachloroethane <5.3 53 5.3 ug/L 05/24/11 15:00  05/25/11 13:39 5
Nitrobenzene <1.8 53 1.8 ug/L 05/24/11 15:00  05/25/11 13:39 5
Isophorone <3.3 53 3.3 ug/L 05/24/11 15:00  05/25/11 13:39 5
2-Nitrophenol <2.2 53 2.2 ug/L 05/24/11 15:00  05/25/11 13:39 5
2,4-Dimethylphenol 110 53 3.0 ug/L 05/24/11 15:00  05/25/11 13:39 5
Bis(2-chloroethoxy)methane <3.2 53 3.2 ug/L 05/24/11 15:00  05/25/11 13:39 5
2,4-Dichlorophenol <21 53 21 ug/L 05/24/11 15:00  05/25/11 13:39 5
1,2,4-Trichlorobenzene <3.1 53 3.1 ug/L 05/24/11 15:00  05/25/11 13:39 5
Naphthalene 180 53 2.5 ug/L 05/24/11 15:00  05/25/11 13:39 5
4-Chloroaniline <24 53 24 ug/L 05/24/11 15:00  05/25/11 13:39 5
Hexachlorobutadiene <5.3 53 5.3 ug/L 05/24/11 15:00  05/25/11 13:39 5
4-Chloro-3-methylphenol <2.6 53 2.6 ug/L 05/24/11 15:00  05/25/11 13:39 5
2-Methylnaphthalene 200 53 2.3 ug/L 05/24/11 15:00  05/25/11 13:39 5
Hexachlorocyclopentadiene <27 53 27 ug/L 05/24/11 15:00  05/25/11 13:39 5
2,4,6-Trichlorophenol <21 53 21 ug/L 05/24/11 15:00  05/25/11 13:39 5
2,4,5-Trichlorophenol <21 53 21 ug/L 05/24/11 15:00  05/25/11 13:39 5
2-Chloronaphthalene <2.6 53 2.6 ug/L 05/24/11 15:00  05/25/11 13:39 5
2-Nitroaniline <24 53 24 ug/L 05/24/11 15:00  05/25/11 13:39 5
Dimethyl phthalate <2.9 53 29 uglL 05/24/11 15:00  05/25/11 13:39 5
Acenaphthylene <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
2,6-Dinitrotoluene <2.8 53 2.8 ug/L 05/24/11 15:00  05/25/11 13:39 5
3-Nitroaniline <9.5 53 9.5 ug/L 05/24/11 15:00  05/25/11 13:39 5
Acenaphthene 10 J 53 3.0 ug/L 05/24/11 15:00  05/25/11 13:39 5
2,4-Dinitrophenol <4.9 53 4.9 ug/lL 05/24/11 15:00  05/25/11 13:39 5
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 30 Lab Sample ID: 560-26154-3
Date Collected: 05/20/11 14:15 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8270C - Semivolatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
4-Nitrophenol <94 53 9.4 ug/L ~ 05/24/1115:00  05/25/11 13:39 5
Dibenzofuran <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
2,4-Dinitrotoluene <2.0 53 2.0 ug/L 05/24/11 15:00  05/25/11 13:39 5
Diethyl phthalate <2.8 53 2.8 ug/L 05/24/11 15:00  05/25/11 13:39 5
Fluorene 13 J 53 3.2 ug/L 05/24/11 15:00  05/25/11 13:39 5
4-Chlorophenyl phenyl ether <2.8 53 2.8 ug/L 05/24/11 15:00  05/25/11 13:39 5
4-Nitroaniline <7.8 53 7.8 ug/L 05/24/11 15:00  05/25/11 13:39 5
4,6-Dinitro-2-methylphenol <9.7 53 9.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
N-Nitrosodiphenylamine <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
4-Bromophenyl phenyl ether <4.0 53 4.0 ug/lL 05/24/11 15:00  05/25/11 13:39 5
Hexachlorobenzene <3.5 53 3.5 ug/L 05/24/11 15:00  05/25/11 13:39 5
Phenanthrene 4 J 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Anthracene 75 J 53 21 ug/L 05/24/11 15:00  05/25/11 13:39 5
Di-n-butyl phthalate <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Fluoranthene 6.6 J 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Pyrene 38 J 53 5.3 ug/L 05/24/11 15:00  05/25/11 13:39 5
Butyl benzyl phthalate <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Benzo[a]anthracene 14 J 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Chrysene 25 J 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Bis(2-ethylhexyl) phthalate 1 J 53 10 ug/L 05/24/11 15:00  05/25/11 13:39 5
Di-n-octyl phthalate <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Benzol[b]fluoranthene 6.2 J 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Benzo[k]fluoranthene <1.9 53 1.9 ug/L 05/24/11 15:00  05/25/11 13:39 5
Benzo[a]pyrene 91 J 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Indenol[1,2,3-cd]pyrene <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Dibenz(a,h)anthracene <27 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
Benzolg,h,i]perylene 38 J 53 2.7 ug/L 05/24/11 15:00  05/25/11 13:39 5
3,3"-Dichlorobenzidine <5.3 53 5.3 ug/L 05/24/11 15:00  05/25/11 13:39 5
Pentachlorophenol <27 53 27 ug/L 05/24/11 15:00  05/25/11 13:39 5
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
2-Fluorophenol 46 10-130 05/24/11 15:00  05/25/11 13:39 5
Phenol-d5 50 10-130 05/24/11 15:00  05/25/11 13:39 5
Nitrobenzene-d5 56 27-130 05/24/11 15:00  05/25/11 13:39 5
2-Fluorobipheny! 57 23-130 05/24/11 15:00  05/25/11 13:39 5
2,4,6-Tribromophenol 89 18-130 05/24/11 15:00  05/25/11 13:39 5
Terphenyl-d14 33 10- 141 05/24/11 15:00  05/25/11 13:39 5
Method: 6010B - Metals (ICP)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Ag <0.0010 0.0050 0.0010 mg/L ©05/24/1110:00  05/24/11 15:46 1
As <0.0035 0.010 0.0035 mg/L 05/24/11 10:00  05/24/11 15:46 1
Ba 3.6 0.010 0.0020 mg/L 05/24/11 10:00  05/24/11 15:46 1
Cd <0.00034 0.0050 0.00034 mg/L 05/24/11 10:00  05/24/11 15:46 1
Cr 0.0064 J 0.010 0.0011 mg/L 05/24/11 10:00  05/24/11 15:46 1
Pb 0.0081 J 0.010 0.0033 mg/L 05/24/11 10:00  05/24/11 15:46 1
Se <0.0042 0.010 0.0042 mg/L 05/24/11 10:00  05/24/11 15:46 1
Method: 7470A - Mercury (CVAA)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Mercury 0.0013 J 0.0020 0.00013 mg/L ©05/25/1114:29  05/25/11 10:48 1
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 7 Lab Sample ID: 560-26154-4
Date Collected: 05/20/11 15:00 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <6.0 70 6.0 ug/L B 05/26/11 19:04 14
Chloromethane <5.5 70 5.5 ug/L 05/26/11 19:04 14
Vinyl chloride <4.2 14 4.2 ug/lL 05/26/11 19:04 14
Bromomethane <5.5 70 5.5 ug/L 05/26/11 19:04 14
Chloroethane <5.6 70 5.6 ug/L 05/26/11 19:04 14
Trichlorofluoromethane <3.4 14 3.4 ug/L 05/26/11 19:04 14
Ethyl ether <1.9 14 1.9 ug/lL 05/26/11 19:04 14
1,1-Dichloroethene <4.2 14 4.2 ug/lL 05/26/11 19:04 14
Carbon disulfide <7.0 70 7.0 ug/L 05/26/11 19:04 14
lodomethane <3.1 14 3.1 ug/L 05/26/11 19:04 14
Methylene Chloride <28 70 28 ug/L 05/26/11 19:04 14
Acetone <70 140 70 ug/L 05/26/11 19:04 14
trans-1,2-Dichloroethene <2.8 14 2.8 ug/L 05/26/11 19:04 14
Methyl tert-butyl ether 1500 14 2.8 ug/lL 05/26/11 19:04 14
Acetonitrile <140 700 140 ug/L 05/26/11 19:04 14
1,1-Dichloroethane <24 14 24 ug/L 05/26/11 19:04 14
Vinyl acetate <4.2 70 4.2 ug/lL 05/26/11 19:04 14
cis-1,2-Dichloroethene <1.7 14 1.7 ug/lL 05/26/11 19:04 14
2,2-Dichloropropane <4.7 14 4.7 ug/lL 05/26/11 19:04 14
Chloroform <28 14 2.8 ug/L 05/26/11 19:04 14
Ethyl acetate <4.2 70 4.2 ug/lL 05/26/11 19:04 14
Carbon tetrachloride <3.5 14 3.5 ug/L 05/26/11 19:04 14
1,1,1-Trichloroethane <4.2 14 4.2 ug/lL 05/26/11 19:04 14
1,1-Dichloropropene <2.6 14 2.6 ug/L 05/26/11 19:04 14
Benzene 240 14 2.0 ug/L 05/26/11 19:04 14
1,2-Dichloroethane <2.2 14 2.2 ug/L 05/26/11 19:04 14
Trichloroethene <4.4 14 4.4 ug/lL 05/26/11 19:04 14
Dibromomethane <23 14 2.3 ug/L 05/26/11 19:04 14
1,2-Dichloropropane <24 14 24 ug/L 05/26/11 19:04 14
Dichlorobromomethane <24 14 24 ug/L 05/26/11 19:04 14
Methyl methacrylate <27 70 2.7 ug/L 05/26/11 19:04 14
1,4-Dioxane <560 1400 560 ug/L 05/26/11 19:04 14
cis-1,3-Dichloropropene <2.0 14 2.0 ug/L 05/26/11 19:04 14
Toluene 510 14 4.2 ug/lL 05/26/11 19:04 14
2-Nitropropane <14 70 14 ug/L 05/26/11 19:04 14
4-Methyl-2-pentanone (MIBK) 31 J 70 1.6 ug/L 05/26/11 19:04 14
trans-1,3-Dichloropropene <2.8 14 2.8 ug/L 05/26/11 19:04 14
Tetrachloroethene <2.6 14 2.6 ug/L 05/26/11 19:04 14
Ethyl methacrylate <1.5 70 1.5 ug/L 05/26/11 19:04 14
1,1,2-Trichloroethane <24 14 24 ug/L 05/26/11 19:04 14
Chlorodibromomethane <3.1 14 3.1 ug/L 05/26/11 19:04 14
1,3-Dichloropropane <2.0 14 2.0 ug/L 05/26/11 19:04 14
Ethylene Dibromide <21 14 2.1 ug/L 05/26/11 19:04 14
2-Hexanone <2.8 70 2.8 ug/L 05/26/11 19:04 14
Chlorobenzene <1.9 14 1.9 ug/L 05/26/11 19:04 14
Ethylbenzene 170 14 2.8 ug/lL 05/26/11 19:04 14
Bromoform <7.0 70 7.0 ug/L 05/26/11 19:04 14
Styrene <2.8 14 2.8 ug/L 05/26/11 19:04 14
1,1,2,2-Tetrachloroethane <2.7 14 2.7 ug/L 05/26/11 19:04 14
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 7 Lab Sample ID: 560-26154-4
Date Collected: 05/20/11 15:00 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
1,2,3-Trichloropropane <27 14 2.7 ug/L B 05/26/11 19:04 14
1,3,5-Trimethylbenzene 21 14 2.8 ug/L 05/26/11 19:04 14
1,2,4-Trimethylbenzene 81 14 2.8 ug/L 05/26/11 19:04 14
1,2,3-Trichlorobenzene <3.0 70 3.0 ug/L 05/26/11 19:04 14
2-Butanone (MEK) <6.6 70 6.6 ug/L 05/26/11 19:04 14
1,1,2-Trichloro-1,2,2-trifluoroethane <39 14 3.9 ug/L 05/26/11 19:04 14
Xylenes, Total 530 42 3.2 ug/L 05/26/11 19:04 14
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
Dibromofluoromethane (Surr) 93 70-130 05/26/11 19:04 14
1,2-Dichloroethane-d4 (Surr) 115 70-130 05/26/11 19:04 14
Toluene-d8 (Surr) 104 70-130 05/26/11 19:04 14
4-Bromofluorobenzene (Surr) 96 70-130 05/26/11 19:04 14

Method: 8270C - Semivolatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Phenol 9.8 J 55 55 ug/L © 05/24/1115:00  05/25/11 14:03 5
Bis(2-chloroethyl)ether <3.9 55 3.9 ug/L 05/24/11 15:00  05/25/11 14:03 5
2-Chlorophenol <2.0 55 2.0 ug/L 05/24/11 15:00  05/25/11 14:03 5
1,3-Dichlorobenzene <11 55 11 ug/L 05/24/11 15:00  05/25/11 14:03 5
1,4-Dichlorobenzene <41 55 4.1 ug/L 05/24/11 15:00  05/25/11 14:03 5
Benzyl alcohol <7.5 55 7.5 ug/L 05/24/11 15:00  05/25/11 14:03 5
1,2-Dichlorobenzene <2.8 55 2.8 ug/L 05/24/11 15:00  05/25/11 14:03 5
2-Methylphenol 33 J 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
3 & 4 Methylphenol <4.8 110 4.8 ug/L 05/24/11 15:00  05/25/11 14:03 5
N-Nitrosodi-n-propylamine <3.6 55 3.6 ug/L 05/24/11 15:00  05/25/11 14:03 5
Hexachloroethane <5.5 55 5.5 ug/L 05/24/11 15:00  05/25/11 14:03 5
Nitrobenzene <1.8 55 1.8 ug/L 05/24/11 15:00  05/25/11 14:03 5
Isophorone <34 55 3.4 ug/L 05/24/11 15:00  05/25/11 14:03 5
2-Nitrophenol <2.2 55 2.2 ug/L 05/24/11 15:00  05/25/11 14:03 5
2,4-Dimethylphenol 66 55 3.1 ug/L 05/24/11 15:00  05/25/11 14:03 5
Bis(2-chloroethoxy)methane <3.3 55 3.3 ug/L 05/24/11 15:00  05/25/11 14:03 5
2,4-Dichlorophenol <21 55 2.1 ug/L 05/24/11 15:00  05/25/11 14:03 5
1,2,4-Trichlorobenzene <3.2 55 3.2 ug/L 05/24/11 15:00  05/25/11 14:03 5
Naphthalene 370 55 2.6 ug/L 05/24/11 15:00  05/25/11 14:03 5
4-Chloroaniline <25 55 25 ug/L 05/24/11 15:00  05/25/11 14:03 5
Hexachlorobutadiene <5.5 55 5.5 ug/L 05/24/11 15:00  05/25/11 14:03 5
4-Chloro-3-methylphenol <2.7 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
2-Methylnaphthalene 220 55 24 ug/L 05/24/11 15:00  05/25/11 14:03 5
Hexachlorocyclopentadiene <27 55 27 ug/L 05/24/11 15:00  05/25/11 14:03 5
2,4,6-Trichlorophenol <2.2 55 2.2 ug/L 05/24/11 15:00  05/25/11 14:03 5
2,4,5-Trichlorophenol <2.2 55 2.2 ug/L 05/24/11 15:00  05/25/11 14:03 5
2-Chloronaphthalene <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
2-Nitroaniline <24 55 24 ug/L 05/24/11 15:00  05/25/11 14:03 5
Dimethyl phthalate <3.0 55 3.0 ug/L 05/24/11 15:00  05/25/11 14:03 5
Acenaphthylene <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
2,6-Dinitrotoluene <29 55 2.9 ug/L 05/24/11 15:00  05/25/11 14:03 5
3-Nitroaniline <9.8 55 9.8 ug/L 05/24/11 15:00  05/25/11 14:03 5
Acenaphthene 14 J 55 3.1 ug/l 05/24/11 15:00  05/25/11 14:03 5
2,4-Dinitrophenol <51 55 5.1 ug/L 05/24/11 15:00  05/25/11 14:03 5
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Client Sample Results
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Client Sample ID: Tank 7 Lab Sample ID: 560-26154-4
Date Collected: 05/20/11 15:00 Matrix: Water
Date Received: 05/20/11 16:30

Method: 8270C - Semivolatile Organic Compounds (GC/MS) (Continued)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
4-Nitrophenol <9.7 55 9.7 ug/L ~ 05/24/1115:00  05/25/11 14:03 5
Dibenzofuran <2.8 55 2.8 ug/L 05/24/11 15:00  05/25/11 14:03 5
2,4-Dinitrotoluene <21 55 21 ug/L 05/24/11 15:00  05/25/11 14:03 5
Diethyl phthalate <2.9 55 29 ug/L 05/24/11 15:00  05/25/11 14:03 5
Fluorene 30 J 55 3.3 ug/L 05/24/11 15:00  05/25/11 14:03 5
4-Chlorophenyl phenyl ether <2.9 55 29 ug/L 05/24/11 15:00  05/25/11 14:03 5
4-Nitroaniline <8.0 55 8.0 ug/L 05/24/11 15:00  05/25/11 14:03 5
4,6-Dinitro-2-methylphenol <10 55 10 ug/L 05/24/11 15:00  05/25/11 14:03 5
N-Nitrosodiphenylamine <2.8 55 2.8 ug/L 05/24/11 15:00  05/25/11 14:03 5
4-Bromophenyl phenyl ether <41 55 4.1 ug/L 05/24/11 15:00  05/25/11 14:03 5
Hexachlorobenzene <3.6 55 3.6 ug/L 05/24/11 15:00  05/25/11 14:03 5
Phenanthrene 170 55 2.8 ug/L 05/24/11 15:00  05/25/11 14:03 5
Anthracene 8.7 J 55 2.2 ug/L 05/24/11 15:00  05/25/11 14:03 5
Di-n-butyl phthalate <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Fluoranthene 58 J 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Pyrene 19 J 55 55 ug/L 05/24/11 15:00  05/25/11 14:03 5
Butyl benzyl phthalate <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Benzo[a]anthracene 71 J 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Chrysene 16 J 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Bis(2-ethylhexyl) phthalate 89 55 10 ug/L 05/24/11 15:00  05/25/11 14:03 5
Di-n-octyl phthalate <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Benzol[b]fluoranthene 35 J 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Benzo[k]fluoranthene <2.0 55 2.0 ug/L 05/24/11 15:00  05/25/11 14:03 5
Benzo[a]pyrene <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Indenol[1,2,3-cd]pyrene <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Dibenz(a,h)anthracene <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
Benzo[g,h,i]perylene <27 55 2.7 ug/L 05/24/11 15:00  05/25/11 14:03 5
3,3"-Dichlorobenzidine <5.5 55 5.5 ug/L 05/24/11 15:00  05/25/11 14:03 5
Pentachlorophenol <27 55 27 ug/L 05/24/11 15:00  05/25/11 14:03 5
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
2-Fluorophenol 41 10-130 05/24/11 15:00  05/25/11 14:03 5
Phenol-d5 50 10-130 05/24/11 15:00  05/25/11 14:03 5
Nitrobenzene-d5 52 27-130 05/24/11 15:00  05/25/11 14:03 5
2-Fluorobipheny! 39 23-130 05/24/11 15:00  05/25/11 14:03 5
2,4,6-Tribromophenol 73 18-130 05/24/11 15:00  05/25/11 14:03 5
Terphenyl-d14 36 10 - 141 05/24/11 15:00  05/25/11 14:03 5
Method: 6010B - Metals (ICP)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Ag <0.0010 0.0050 0.0010 mg/L © 05/24/1110:00  05/24/11 15:48 1
As 0.0095 J 0.010 0.0035 mg/L 05/24/11 10:00  05/24/11 15:48 1
Ba 0.88 0.010 0.0020 mg/L 05/24/11 10:00  05/24/11 15:48 1
Cd 0.00052 J 0.0050 0.00034 mg/L 05/24/11 10:00  05/24/11 15:48 1
Cr 0.016 0.010 0.0011 mg/L 05/24/11 10:00  05/24/11 15:48 1
Pb 0.12 0.010 0.0033 mg/L 05/24/11 10:00  05/24/11 15:48 1
Se <0.0042 0.010 0.0042 mg/L 05/24/11 10:00  05/24/11 15:48 1
Method: 7470A - Mercury (CVAA)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Mercury 0.00031 J 0.0020 0.00013 mg/L © 05/25/1114:29  05/25/11 11:02 1
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Client: TRC Solutions, Inc.

Project/Site: Falcon

QC Sample Results

TestAmerica Job ID: 560-26154-1

Method: 8260B - Volatile Organic Compounds (GC/MS)

Matrix: Water
Analysis Batch: 60046

Lab Sample ID: MB 560-60046/5

Client Sample ID: MB 560-60046/5

Prep Type: Total/NA

Page 19 of 31

MB MB
Analyte Result Qualifier RL MDL Unit Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.43 5.0 0.43 ug/L 05/26/11 11:16 1
Chloromethane <0.39 5.0 0.39 ug/L 05/26/11 11:16 1
Vinyl chloride <0.30 1.0 0.30 ug/L 05/26/11 11:16 1
Bromomethane <0.39 5.0 0.39 ug/lL 05/26/11 11:16 1
Chloroethane <0.40 5.0 0.40 ug/L 05/26/11 11:16 1
Trichlorofluoromethane <0.24 1.0 0.24 ug/lL 05/26/11 11:16 1
Ethyl ether <0.14 1.0 0.14 ug/L 05/26/11 11:16 1
1,1-Dichloroethene <0.30 1.0 0.30 ug/L 05/26/11 11:16 1
Carbon disulfide <0.50 5.0 0.50 ug/L 05/26/11 11:16 1
lodomethane <0.22 1.0 0.22 ug/L 05/26/11 11:16 1
Methylene Chloride <2.0 5.0 2.0 ug/L 05/26/11 11:16 1
Acetone <5.0 10 5.0 ug/L 05/26/11 11:16 1
trans-1,2-Dichloroethene <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
Methyl tert-butyl ether <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
Acetonitrile <10 50 10 ug/L 05/26/11 11:16 1
1,1-Dichloroethane <0.17 1.0 0.17 ug/L 05/26/11 11:16 1
Vinyl acetate <0.30 5.0 0.30 ug/L 05/26/11 11:16 1
cis-1,2-Dichloroethene <0.12 1.0 0.12 ug/L 05/26/11 11:16 1
2,2-Dichloropropane <0.34 1.0 0.34 ug/lL 05/26/11 11:16 1
Chloroform <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
Ethyl acetate <0.30 5.0 0.30 ug/L 05/26/11 11:16 1
Carbon tetrachloride <0.25 1.0 0.25 ug/L 05/26/11 11:16 1
1,1,1-Trichloroethane <0.30 1.0 0.30 ug/L 05/26/11 11:16 1
1,1-Dichloropropene <0.18 1.0 0.18 ug/L 05/26/11 11:16 1
Benzene <0.14 1.0 0.14 ug/L 05/26/11 11:16 1
1,2-Dichloroethane <0.16 1.0 0.16 ug/L 05/26/11 11:16 1
Trichloroethene <0.32 1.0 0.32 ug/lL 05/26/11 11:16 1
Dibromomethane <0.16 1.0 0.16 ug/L 05/26/11 11:16 1
1,2-Dichloropropane <0.17 1.0 0.17 ug/L 05/26/11 11:16 1
Dichlorobromomethane <0.18 1.0 0.18 ug/L 05/26/11 11:16 1
Methyl methacrylate <0.20 5.0 0.20 ug/L 05/26/11 11:16 1
1,4-Dioxane <40 100 40 ug/L 05/26/11 11:16 1
cis-1,3-Dichloropropene <0.15 1.0 0.15 ug/L 05/26/11 11:16 1
Toluene <0.30 1.0 0.30 ug/L 05/26/11 11:16 1
2-Nitropropane <1.0 5.0 1.0 ug/L 05/26/11 11:16 1
4-Methyl-2-pentanone (MIBK) <0.12 5.0 0.12 ug/L 05/26/11 11:16 1
trans-1,3-Dichloropropene <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
Tetrachloroethene <0.19 1.0 0.19 ug/L 05/26/11 11:16 1
Ethyl methacrylate <0.11 5.0 0.11 ug/L 05/26/11 11:16 1
1,1,2-Trichloroethane <0.17 1.0 0.17 ug/L 05/26/11 11:16 1
Chlorodibromomethane <0.22 1.0 0.22 ug/lL 05/26/11 11:16 1
1,3-Dichloropropane <0.15 1.0 0.15 ug/L 05/26/11 11:16 1
Ethylene Dibromide <0.15 1.0 0.15 ug/L 05/26/11 11:16 1
2-Hexanone <0.20 5.0 0.20 ug/L 05/26/11 11:16 1
Chlorobenzene <0.14 1.0 0.14 ug/L 05/26/11 11:16 1
Ethylbenzene <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
Bromoform <0.50 5.0 0.50 ug/L 05/26/11 11:16 1
Styrene <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
1,1,2,2-Tetrachloroethane <0.19 1.0 0.19 ug/lL 05/26/11 11:16 1
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Client: TRC Solutions, Inc.
Project/Site: Falcon

QC Sample Results

TestAmerica Job ID: 560-26154-1

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Lab Sample ID: MB 560-60046/5
Matrix: Water
Analysis Batch: 60046

Client Sample ID: MB 560-60046/5
Prep Type: Total/NA

MB MB
Analyte Result Qualifier RL MDL Unit Prepared Analyzed Dil Fac
1,2,3-Trichloropropane <0.19 1.0 0.19 ug/L 05/26/11 11:16 1
1,3,5-Trimethylbenzene <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
1,2,4-Trimethylbenzene <0.20 1.0 0.20 ug/L 05/26/11 11:16 1
1,2,3-Trichlorobenzene <0.22 5.0 0.22 ug/L 05/26/11 11:16 1
2-Butanone (MEK) <0.47 5.0 0.47 ug/lL 05/26/11 11:16 1
1,1,2-Trichloro-1,2,2-trifluoroethane <0.28 1.0 0.28 ug/L 05/26/11 11:16 1
Xylenes, Total <0.23 3.0 0.23 ug/L 05/26/11 11:16 1

MB MB
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
Dibromofluoromethane (Surr) 92 70-130 05/26/11 11:16 1
1,2-Dichloroethane-d4 (Surr) 118 70-130 05/26/11 11:16 1
Toluene-d8 (Surr) 103 70-130 05/26/11 11:16 1
4-Bromofluorobenzene (Surr) 94 70-130 05/26/11 11:16 1
Lab Sample ID: LCS 560-60046/10 Client Sample ID: LCS 560-60046/10
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60046

Spike LCS LCS % Rec.

Analyte Added Result Qualifier Unit D %Rec Limits
Dichlorodifluoromethane 25.0 25.6 ug/L o 102 23 -167
Chloromethane 25.0 20.3 ug/L 81 54 - 156
Vinyl chloride 25.0 16.1 ug/L 64 59-139
Bromomethane 25.0 15.5 ug/L 62 57-132
Chloroethane 25.0 19.1 ug/L 76 65-133
Trichlorofluoromethane 25.0 21.8 ug/L 87 60 -133
Ethyl ether 25.0 23.9 ug/L 96 70-130
1,1-Dichloroethene 25.0 25.7 ug/L 103 67 - 130
Carbon disulfide 25.0 28.1 ug/L 112 70-152
lodomethane 25.0 23.5 ug/L 94 70 - 142
Methylene Chloride 25.0 24.0 ug/L 96 70-130
Acetone 25.0 27.7 ug/L 111 34-175
trans-1,2-Dichloroethene 25.0 254 ug/L 102 70-130
Methyl tert-butyl ether 25.0 24.3 ug/L 97 69-130
Acetonitrile 250 222 ug/L 89 10 - 200
1,1-Dichloroethane 25.0 25.3 ug/L 101 70-130
Vinyl acetate 25.0 39.4 ug/L 158 70-159
cis-1,2-Dichloroethene 25.0 24.9 ug/L 100 70-130
2,2-Dichloropropane 25.0 18.9 ug/L 76 63 - 141
Chloroform 25.0 24.4 ug/L 98 70-130
Ethyl acetate 25.0 33.7 ug/L 135 64 - 139
Carbon tetrachloride 25.0 22.2 ug/L 89 69 - 130
1,1,1-Trichloroethane 25.0 23.8 ug/L 95 70-130
1,1-Dichloropropene 25.0 24.7 ug/L 99 70-130
Benzene 25.0 25.2 ug/L 101 70-130
1,2-Dichloroethane 25.0 28.4 ug/L 114 68 - 130
Trichloroethene 25.0 22.5 ug/L 90 70-130
Dibromomethane 25.0 24.0 ug/L 96 70-130
1,2-Dichloropropane 25.0 27.3 ug/L 109 70-130
Dichlorobromomethane 25.0 23.7 ug/L 95 70-130
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Client: TRC Solutions, Inc.

Project/Site: Falcon

QC Sample Results

TestAmerica Job ID: 560-26154-1

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Lab Sample ID: LCS 560-60046/10

Matrix: Water
Analysis Batch: 60046

Client Sample ID: LCS 560-60046/10

Prep Type: Total/NA

Spike LCS LCS % Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Methyl methacrylate 25.0 271 ug/L o 108 63 - 130
1,4-Dioxane 500 254 ug/L 51 34 -174
cis-1,3-Dichloropropene 25.0 25.4 ug/L 102 65 -132
Toluene 25.0 253 ug/L 101 70-130
2-Nitropropane 25.0 28.9 ug/L 116 24 -150
4-Methyl-2-pentanone (MIBK) 25.0 321 ug/L 128 62 -130
trans-1,3-Dichloropropene 25.0 255 ug/L 102 56 - 130
Tetrachloroethene 25.0 23.2 ug/L 93 60 - 130
Ethyl methacrylate 25.0 28.3 ug/L 113 66 - 130
1,1,2-Trichloroethane 25.0 25.1 ug/L 100 70-130
Chlorodibromomethane 25.0 18.6 ug/L 74 64 - 130
1,3-Dichloropropane 25.0 25.3 ug/L 101 70-130
Ethylene Dibromide 25.0 229 ug/L 92 70-130
2-Hexanone 25.0 33.0 ug/L 132 58 - 136
Chlorobenzene 25.0 21.8 ug/L 87 70-130
Ethylbenzene 25.0 22.0 ug/L 88 70-130
Bromoform 25.0 15.7 ug/L 63 53-130
Styrene 25.0 20.1 ug/L 80 64-130
1,1,2,2-Tetrachloroethane 25.0 28.3 ug/L 113 70-130
1,2,3-Trichloropropane 25.0 28.4 ug/L 114 68 - 132
1,3,5-Trimethylbenzene 25.0 23.9 ug/L 96 69 -130
1,2,4-Trimethylbenzene 25.0 23.5 ug/L 94 70-130
1,2,3-Trichlorobenzene 25.0 21.5 ug/L 86 59-130
2-Butanone (MEK) 25.0 33.2 ug/L 133 50 - 151
1,1,2-Trichloro-1,2,2-trifluoroethan 25.0 251 ug/L 100 51-130
e
Xylenes, Total 75.0 66.3 ug/L 88 70-130
LCS LCS
Surrogate % Recovery Qualifier Limits
Dibromofluoromethane (Surr) 95 70-130
1,2-Dichloroethane-d4 (Surr) 115 70-130
Toluene-d8 (Surr) 107 70-130
4-Bromofluorobenzene (Surr) 94 70-130
Method: 8270C - Semivolatile Organic Compounds (GC/MS)
Lab Sample ID: MB 560-59985/1-A Client Sample ID: MB 560-59985/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60003 Prep Batch: 59985
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Phenol <1.0 10 1.0 ug/L ~ 05/24/1115:00  05/25/11 11:26 1
Bis(2-chloroethyl)ether <0.70 10 0.70 ug/L 05/24/11 15:00  05/25/11 11:26 1
2-Chlorophenol <0.36 10 0.36 ug/L 05/24/11 15:00  05/25/11 11:26 1
1,3-Dichlorobenzene <2.0 10 2.0 ug/L 05/24/11 15:00  05/25/11 11:26 1
1,4-Dichlorobenzene <0.74 10 0.74 ug/L 05/24/11 15:00  05/25/11 11:26 1
Benzyl alcohol <14 10 1.4 ug/L 05/24/11 15:00  05/25/11 11:26 1
1,2-Dichlorobenzene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
2-Methylphenol <0.49 10 0.49 ug/L 05/24/11 15:00  05/25/11 11:26 1
3 & 4 Methylphenol <0.88 20 0.88 ug/L 05/24/11 15:00  05/25/11 11:26 1
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Client: TRC Solutions, Inc.

Project/Site: Falcon

QC Sample Results

TestAmerica Job ID: 560-26154-1

Method: 8270C - Semivolatile Organic Compounds (GC/MS) (Continued)

Lab Sample ID: MB 560-59985/1-A

Matrix: Water
Analysis Batch: 60003

Client Sample ID: MB 560-59985/1-A
Prep Type: Total/NA
Prep Batch: 59985

MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
N-Nitrosodi-n-propylamine <0.65 10 0.65 ug/L ~05/24/1115:00  05/25/11 11:26 1
Hexachloroethane <1.0 10 1.0 ug/L 05/24/11 15:00  05/25/11 11:26 1
Nitrobenzene <0.34 10 0.34 ug/L 05/24/11 15:00  05/25/11 11:26 1
Isophorone <0.63 10 0.63 ug/L 05/24/11 15:00  05/25/11 11:26 1
2-Nitrophenol <0.41 10 0.41 ug/L 05/24/11 15:00  05/25/11 11:26 1
2,4-Dimethylphenol <0.56 10 0.56 ug/L 05/24/11 15:00  05/25/11 11:26 1
Bis(2-chloroethoxy)methane <0.59 10 0.59 ug/lL 05/24/11 15:00  05/25/11 11:26 1
2,4-Dichlorophenol <0.39 10 0.39 ug/L 05/24/11 15:00  05/25/11 11:26 1
1,2,4-Trichlorobenzene <0.58 10 0.58 ug/L 05/24/11 15:00  05/25/11 11:26 1
Naphthalene <0.48 10 0.48 ug/L 05/24/11 15:00  05/25/11 11:26 1
4-Chloroaniline <0.46 10 0.46 ug/L 05/24/11 15:00  05/25/11 11:26 1
Hexachlorobutadiene <1.0 10 1.0 ug/lL 05/24/11 15:00  05/25/11 11:26 1
4-Chloro-3-methylphenol <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
2-Methylnaphthalene <0.43 10 0.43 ug/L 05/24/11 15:00  05/25/11 11:26 1
Hexachlorocyclopentadiene <5.0 10 5.0 ug/L 05/24/11 15:00  05/25/11 11:26 1
2,4,6-Trichlorophenol <0.39 10 0.39 ug/L 05/24/11 15:00  05/25/11 11:26 1
2,4,5-Trichlorophenol <0.40 10 0.40 ug/L 05/24/11 15:00  05/25/11 11:26 1
2-Chloronaphthalene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
2-Nitroaniline <0.44 10 0.44 ug/L 05/24/11 15:00  05/25/11 11:26 1
Dimethyl phthalate <0.55 10 0.55 ug/L 05/24/11 15:00  05/25/11 11:26 1
Acenaphthylene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
2,6-Dinitrotoluene <0.52 10 0.52 ug/L 05/24/11 15:00  05/25/11 11:26 1
3-Nitroaniline <1.8 10 1.8 ug/lL 05/24/11 15:00  05/25/11 11:26 1
Acenaphthene <0.57 10 0.57 ug/L 05/24/11 15:00  05/25/11 11:26 1
2,4-Dinitrophenol <0.93 10 0.93 ug/L 05/24/11 15:00  05/25/11 11:26 1
4-Nitrophenol <1.8 10 1.8 ug/lL 05/24/11 15:00  05/25/11 11:26 1
Dibenzofuran <0.51 10 0.51 ug/L 05/24/11 15:00  05/25/11 11:26 1
2,4-Dinitrotoluene <0.38 10 0.38 ug/L 05/24/11 15:00  05/25/11 11:26 1
Diethyl phthalate <0.52 10 0.52 ug/L 05/24/11 15:00  05/25/11 11:26 1
Fluorene <0.61 10 0.61 ug/L 05/24/11 15:00  05/25/11 11:26 1
4-Chlorophenyl phenyl ether <0.52 10 0.52 ug/L 05/24/11 15:00  05/25/11 11:26 1
4-Nitroaniline <15 10 1.5 ug/L 05/24/11 15:00  05/25/11 11:26 1
4,6-Dinitro-2-methylphenol <1.8 10 1.8 ug/lL 05/24/11 15:00  05/25/11 11:26 1
N-Nitrosodiphenylamine <0.51 10 0.51 ug/L 05/24/11 15:00  05/25/11 11:26 1
4-Bromophenyl phenyl ether <0.74 10 0.74 ug/L 05/24/11 15:00  05/25/11 11:26 1
Hexachlorobenzene <0.65 10 0.65 ug/L 05/24/11 15:00  05/25/11 11:26 1
Phenanthrene <0.51 10 0.51 ug/L 05/24/11 15:00  05/25/11 11:26 1
Anthracene <0.40 10 0.40 ug/L 05/24/11 15:00  05/25/11 11:26 1
Di-n-butyl phthalate <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Fluoranthene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Pyrene <1.0 10 1.0 ug/lL 05/24/11 15:00  05/25/11 11:26 1
Butyl benzyl phthalate <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Benzo[a]anthracene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Chrysene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Bis(2-ethylhexyl) phthalate <1.9 10 1.9 ug/lL 05/24/11 15:00  05/25/11 11:26 1
Di-n-octyl phthalate <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Benzo[blfluoranthene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Benzo[k]fluoranthene <0.36 10 0.36 ug/L 05/24/11 15:00  05/25/11 11:26 1
Benzo[a]pyrene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
Indeno[1,2,3-cd]pyrene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
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Client: TRC Solutions, Inc.
Project/Site: Falcon

QC Sample Results

TestAmerica Job ID: 560-26154-1

Method: 8270C - Semivolatile Organic Compounds (GC/MS) (Continued)

Lab Sample ID: MB 560-59985/1-A
Matrix: Water
Analysis Batch: 60003

Client Sample ID: MB 560-59985/1-A
Prep Type: Total/NA
Prep Batch: 59985

MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Dibenz(a,h)anthracene <0.50 10 0.50 ug/L ~05/24/1115:00  05/25/11 11:26 1
Benzo[g,h,i]perylene <0.50 10 0.50 ug/L 05/24/11 15:00  05/25/11 11:26 1
3,3"-Dichlorobenzidine <1.0 10 1.0 ug/L 05/24/11 15:00  05/25/11 11:26 1
Pentachlorophenol <5.0 10 5.0 ug/L 05/24/11 15:00  05/25/11 11:26 1
MB MB
Surrogate % Recovery Qualifier Limits Prepared Analyzed Dil Fac
2-Fluorophenol 64 10-130 05/24/11 15:00  05/25/11 11:26 1
Phenol-d5 69 10-130 05/24/11 15:00  05/25/11 11:26 1
Nitrobenzene-d5 68 27-130 05/24/11 15:00  05/25/11 11:26 1
2-Fluorobiphenyl 69 23-130 05/24/11 15:00  05/25/11 11:26 1
2,4,6-Tribromophenol 90 18-130 05/24/11 15:00  05/25/11 11:26 1
Terphenyl-d14 88 10 - 141 05/24/11 15:00  05/25/11 11:26 1
Lab Sample ID: LCS 560-59985/2-A Client Sample ID: LCS 560-59985/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60003 Prep Batch: 59985
Spike LCS LCS % Rec.

Analyte Added Result Qualifier Unit D %Rec Limits

Phenol 100 76.0 ug/L N 76 24 -130
Bis(2-chloroethyl)ether 100 81.7 ug/L 82 44 - 130

2-Chlorophenol 100 78.9 ug/L 79 38-130
1,3-Dichlorobenzene 100 69.1 ug/L 69 25-130
1,4-Dichlorobenzene 100 71.0 ug/L 71 26 -130

Benzyl alcohol 100 85.5 ug/L 86 44 -130
1,2-Dichlorobenzene 100 69.8 ug/L 70 28-130

2-Methylphenol 100 78.3 ug/L 78 34-130

3 & 4 Methylphenol 200 160 ug/L 80 29-130
N-Nitrosodi-n-propylamine 100 82.3 ug/L 82 36 -130

Hexachloroethane 100 66.9 ug/L 67 20-130

Nitrobenzene 100 80.2 ug/L 80 44 - 130

Isophorone 100 80.8 ug/L 81 44 - 130

2-Nitrophenol 100 80.8 ug/L 81 42-130
2,4-Dimethylphenol 100 89.0 ug/L 89 41-135
Bis(2-chloroethoxy)methane 100 83.1 ug/L 83 44 -130
2,4-Dichlorophenol 100 80.2 ug/L 80 40-130
1,2,4-Trichlorobenzene 100 73.6 ug/L 74 35-130

Naphthalene 100 77.8 ug/L 78 40-130

4-Chloroaniline 100 53.3 ug/L 53 21-130
Hexachlorobutadiene 100 70.8 ug/L 71 29-130
4-Chloro-3-methylphenol 100 83.3 ug/L 83 55-130
2-Methylnaphthalene 100 80.0 ug/L 80 44 - 130
Hexachlorocyclopentadiene 100 54.8 ug/L 55 10-130
2,4,6-Trichlorophenol 100 87.3 ug/L 87 50-130
2,4,5-Trichlorophenol 100 89.1 ug/L 89 59-130
2-Chloronaphthalene 100 82.1 ug/L 82 44 -130

2-Nitroaniline 100 83.2 ug/L 83 58 -130

Dimethyl phthalate 100 84.4 ug/L 84 70-130

Acenaphthylene 100 85.6 ug/L 86 52-130

2,6-Dinitrotoluene 100 88.0 ug/L 88 70-130
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QC Sample Results

Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Method: 8270C - Semivolatile Organic Compounds (GC/MS) (Continued)

Lab Sample ID: LCS 560-59985/2-A Client Sample ID: LCS 560-59985/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60003 Prep Batch: 59985
Spike LCS LCS % Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
3-Nitroaniline 100 83.9 ug/L N 84 70-130
Acenaphthene 100 84.5 ug/L 84 55-130
2,4-Dinitrophenol 100 79.9 ug/L 80 38-132
4-Nitrophenol 100 76.4 ug/L 76 38-132
Dibenzofuran 100 80.6 ug/L 81 54 -130
2,4-Dinitrotoluene 100 85.9 ug/L 86 70-130
Diethyl phthalate 100 88.6 ug/L 89 70-130
Fluorene 100 87.9 ug/L 88 69 -130
4-Chlorophenyl phenyl ether 100 83.5 ug/L 84 61-130
4-Nitroaniline 100 84.8 ug/L 85 70-130
4,6-Dinitro-2-methylphenol 100 87.0 ug/L 87 67 - 130
N-Nitrosodiphenylamine 100 79.8 ug/L 80 70-130
4-Bromophenyl phenyl ether 100 84.6 ug/L 85 68 - 130
Hexachlorobenzene 100 85.4 ug/L 85 67 - 130
Phenanthrene 100 85.2 ug/L 85 70-130
Anthracene 100 82.2 ug/L 82 70-130
Di-n-butyl phthalate 100 86.8 ug/L 87 70-130
Fluoranthene 100 82.7 ug/L 83 70-130
Pyrene 100 91.0 ug/L 91 70-130
Butyl benzyl phthalate 100 98.8 ug/L 99 70-130
Benzo[a]anthracene 100 94.5 ug/L 94 70-130
Chrysene 100 102 ug/L 102 70-130
Bis(2-ethylhexyl) phthalate 100 107 ug/L 107 70-130
Di-n-octyl phthalate 100 94.6 ug/L 95 70-130
Benzo[blfluoranthene 100 104 ug/L 104 67 - 133
Benzo[k]fluoranthene 100 91.8 ug/L 92 69 - 130
Benzo[a]pyrene 100 106 ug/L 106 70-134
Indeno[1,2,3-cd]pyrene 100 96.0 ug/L 96 70-130
Dibenz(a,h)anthracene 100 91.5 ug/L 92 70-130
Benzo[g,h,i]perylene 100 94.6 ug/L 95 69 - 130
3,3'-Dichlorobenzidine 150 127 ug/L 85 63-130
Pentachlorophenol 100 84.5 ug/L 84 57 -130
LCS LCS
Surrogate % Recovery Qualifier Limits
2-Fluorophenol 71 10- 130
Phenol-d5 73 10-130
Nitrobenzene-d5 74 27-130
2-Fluorobiphenyl! 77 23-130
2,4,6-Tribromophenol 100 18-130
Terphenyl-d14 90 10- 141
Method: 6010B - Metals (ICP)
Lab Sample ID: MB 560-59965/1-A Client Sample ID: MB 560-59965/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60008 Prep Batch: 59965
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Ag <0.0010 0.0050 0.0010 mg/L ©05/24/1110:00  05/24/11 15:23 1
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Client: TRC Solutions, Inc.
Project/Site: Falcon

QC Sample Results

TestAmerica Job ID: 560-26154-1

Method: 6010B - Metals (ICP) (Continued)

Lab Sample ID: MB 560-59965/1-A
Matrix: Water
Analysis Batch: 60008

Client Sample ID: MB 560-59965/1-A

Prep Type: Total/NA
Prep Batch: 59965

MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
As <0.0035 0.010 0.0035 mg/L ©05/24/1110:00  05/24/11 15:23 1
Ba <0.0020 0.010 0.0020 mg/L 05/24/11 10:00  05/24/11 15:23 1
Cd <0.00034 0.0050 0.00034 mg/L 05/24/11 10:00  05/24/11 15:23 1
Cr <0.0011 0.010 0.0011 mg/L 05/24/11 10:00  05/24/11 15:23 1
Pb <0.0033 0.010 0.0033 mg/L 05/24/11 10:00  05/24/11 15:23 1
Se <0.0042 0.010 0.0042 mg/L 05/24/11 10:00  05/24/11 15:23 1
Lab Sample ID: MB 560-59965/1-A Client Sample ID: MB 560-59965/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60090 Prep Batch: 59965
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Ag <0.0010 0.0050 0.0010 mg/L ©05/24/1110:00  05/26/11 16:12 1
As <0.0035 0.010 0.0035 mg/L 05/24/11 10:00  05/26/11 16:12 1
Ba <0.0020 0.010 0.0020 mg/L 05/24/11 10:00  05/26/11 16:12 1
Cd <0.00034 0.0050 0.00034 mg/L 05/24/11 10:00  05/26/11 16:12 1
Cr <0.0011 0.010 0.0011 mg/L 05/24/11 10:00  05/26/11 16:12 1
Pb <0.0033 0.010 0.0033 mg/L 05/24/11 10:00  05/26/11 16:12 1
Se <0.0042 0.010 0.0042 mg/L 05/24/11 10:00  05/26/11 16:12 1
Lab Sample ID: LCS 560-59965/2-A Client Sample ID: LCS 560-59965/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60008 Prep Batch: 59965
Spike LCS LCS % Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Ag 0.400 0.405 mg/L 101 80-120
As 0.400 0.371 mg/L 93 80-120
Ba 0.400 0.381 mg/L 95 80-120
Cd 0.400 0.375 mg/L 94 80-120
Cr 0.400 0.377 mg/L 94 80-120
Pb 0.400 0.379 mg/L 95 80-120
Se 0.400 0.375 mg/L 94 80-120
Lab Sample ID: LCS 560-59965/2-A Client Sample ID: LCS 560-59965/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60090 Prep Batch: 59965
Spike LCS LCS % Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Ag 0.400 0.373 mg/L - 93 80-120
As 0.400 0.374 mg/L 94 80-120
Ba 0.400 0.380 mg/L 95 80-120
Cd 0.400 0.375 mg/L 94 80-120
Cr 0.400 0.380 mg/L 95 80-120
Pb 0.400 0.385 mg/L 96 80-120
Se 0.400 0.380 mg/L 95 80-120
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QC Sample Results

Client: TRC Solutions, Inc.
Project/Site: Falcon

TestAmerica Job ID: 560-26154-1

Method: 6010B - Metals (ICP) (Continued)

Lab Sample ID: 560-26154-1 MS
Matrix: Water
Analysis Batch: 60008

Client Sample ID: Tank 26
Prep Type: Total/NA
Prep Batch: 59965

Sample Sample Spike MS MS % Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Ag <0.0010 0.400 0.423 mg/L 106 80-120
As 0.0037 0.400 0.400 mg/L 100 80-120
Ba 0.78 0.400 1.16 mg/L 105 80-120
Cd 0.00059 0.400 0.394 mg/L 98 80-120
Cr 0.0030 0.400 0.392 mg/L 97 80-120
Pb 0.020 0.400 0.417 mg/L 99 80-120
Se <0.0042 0.400 0.394 mg/L 98 80-120
Lab Sample ID: 560-26154-1 MSD Client Sample ID: Tank 26
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60008 Prep Batch: 59965
Sample Sample Spike MSD MSD % Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Ag <0.0010 0.400 0.417 mg/L N 104 80-120 1 20
As 0.0037 0.400 0.390 mg/L 97 80-120 3 20
Ba 0.78 0.400 1.18 mg/L 107 80-120 1 20
Cd 0.00059 0.400 0.386 mg/L 96 80-120 2 20
Cr 0.0030 0.400 0.384 mg/L 95 80-120 2 20
Pb 0.020 0.400 0.411 mg/L 97 80-120 2 20
Se <0.0042 0.400 0.392 mg/L 98 80-120 0 20
Method: 7470A - Mercury (CVAA)
Lab Sample ID: MB 560-60032/4-A Client Sample ID: MB 560-60032/4-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60019 Prep Batch: 60032
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Mercury 0.000163 J 0.0020 0.00013 mg/L © 05/25/1114:29  05/25/11 10:41 1
Lab Sample ID: LCS 560-60032/5-A Client Sample ID: LCS 560-60032/5-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60019 Prep Batch: 60032
Spike LCS LCS % Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Mercury 0.00500 0.00539 mg/L N 108 80-120
Lab Sample ID: 560-26154-3 MS Client Sample ID: Tank 30
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60019 Prep Batch: 60032
Sample Sample Spike MS MS % Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Mercury 0.0013 J 0.00500 0.00618 mg/L N 98 80-120
Lab Sample ID: 560-26154-3 MSD Client Sample ID: Tank 30
Matrix: Water Prep Type: Total/NA
Analysis Batch: 60019 Prep Batch: 60032
Sample Sample Spike MSD MSD % Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Mercury 0.0013 J 0.00500 0.00650 mg/L - 104 80-120 5 20
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Client: TRC Solutions, Inc.
Project/Site: Falcon

Certification Summary

TestAmerica Job ID: 560-26154-1

Laboratory Authority Program EPA Region Certification ID
TestAmerica Corpus Christi USDA P330-11-00060
TestAmerica Corpus Christi Kansas NELAC 7 E-10362
TestAmerica Corpus Christi Oklahoma State Program 6 9968
TestAmerica Corpus Christi Texas NELAC T104704210-11-5

Accreditation may not be offered or required for all methods and analytes reported in this package. Please contact your project manager for the laboratory’s current list

of certified methods and analytes.
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Method Summary
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Method Method Description Protocol Laboratory
8260B Volatile Organic Compounds (GC/MS) SW846 TAL CC
8270C Semivolatile Organic Compounds (GC/MS) SW846 TAL CC
6010B Metals (ICP) SW846 TAL CC
7470A Mercury (CVAA) SW846 TAL CC

Protocol References:
SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:
TAL CC = TestAmerica Corpus Christi, 1733 N. Padre Island Drive, Corpus Christi, TX 78408, TEL (361)289-2673

TestAmerica Corpus Christi
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Sample Summary
Client: TRC Solutions, Inc. TestAmerica Job ID: 560-26154-1
Project/Site: Falcon

Lab Sample ID Client Sample ID Matrix Collected Received

560-26154-1 Tank 26 Water 05/20/11 10:10  05/20/11 16:30
560-26154-2 Tank 10 Water 05/20/11 11:40  05/20/11 16:30
560-26154-3 Tank 30 Water 05/20/11 14:15  05/20/11 16:30
560-26154-4 Tank 7 Water 05/20/11 15:00  05/20/11 16:30

TestAmerica Corpus Christi
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Login Sample Receipt Checklist

Client: TRC Solutions, Inc. Job Number: 560-26154-1

Login Number: 26154 List Source: TestAmerica Corpus Christi
List Number: 1
Creator: Magee, Alice J.

Question Answer Comment
Radioactivity either was not measured or, if measured, is at or below N/A
background

The cooler's custody seal, if present, is intact. True
The cooler or samples do not appear to have been compromised or True
tampered with.

Samples were received on ice. True
Cooler Temperature is acceptable. True
Cooler Temperature is recorded. True 2.4°C
COC is present. True
COC is filled out in ink and legible. True
COC is filled out with all pertinent information. True
Is the Field Sampler's name present on COC? True
There are no discrepancies between the sample IDs on the containers and True
the COC.

Samples are received within Holding Time. True
Sample containers have legible labels. True
Containers are not broken or leaking. True
Sample collection date/times are provided. True
Appropriate sample containers are used. True
Sample bottles are completely filled. True
Sample Preservation Verified. True
There is sufficient vol. for all requested analyses, incl. any requested True
MS/MSDs

VOA sample vials do not have headspace or bubble is <6mm (1/4") in True
diameter.

Multiphasic samples are not present. True
Samples do not require splitting or compositing. True
Residual Chlorine Checked. N/A

TestAmerica Corpus Christi
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